Background
==========

Digital subtraction angiography (DSA) in anteroposterior, lateral and oblique views is commonly called a contemporary gold standard of cerebral vessel imaging \[[@b1-poljradiol-77-2-47]--[@b3-poljradiol-77-2-47]\]. However, due to the increasing difficulty of interventional neuroradiological procedures and the steady progress in therapeutic devices, two-dimensional (2D) DSA became insufficient to precisely depict the three-dimensional structure of intracranial vascular tree in a significant number of cases.

Three-dimensional (3D) reconstruction of rotational angiography was reported to improve the performance of DSA significantly \[[@b1-poljradiol-77-2-47]--[@b5-poljradiol-77-2-47]\]. Theoretical advantages of 3D over 2D DSA include the possibility of free rotation of chosen structures, the ability to differentiate between contrast agents like embolic material or bones, and the possibility of elimination of unnecessary image elements. In clinical practice, 3D DSA is more sensitive than 2D DSA to small aneurysms \[[@b3-poljradiol-77-2-47],[@b5-poljradiol-77-2-47]\] and aneurysm remnants \[[@b4-poljradiol-77-2-47]\]. Moreover, the use of 3D reconstructions improves delineation of the aneurysm morphology, its neck, and parent arteries.1 Therefore, 3D DSA was proposed to become a new gold standard of interventional cerebral vascular imaging \[[@b3-poljradiol-77-2-47],[@b5-poljradiol-77-2-47]\].

The purpose of this pictorial review was to outline basic concepts of 3D volumetric reconstructions of cerebral rotational DSA, and to present the application, advantages and limitations of 3D DSA in imaging and intravascular management of intracranial aneurysms.

Technique
=========

The 3D reconstruction of DSA images requires a flat-panel angiographic system with a motorized rotating C-arm. A complete acquisition consists of two rotational scans. The first scan collects subtraction masks, and the second one acquires images during the passage of a contrast medium. Subsequent software reconstructions enable extraction of residual bony structures, deletion of unnecessary vessels, zooming and rotation of the image, as well as differentiation between contrast filling the vessels and vascular devices (coils, stents or clips, [Figure 1](#f1-poljradiol-77-2-47){ref-type="fig"}).

Preoperative Aneurysm Evaluation
================================

Several authors reported that 3D DSA is more sensitive in detecting small aneurysms than the conventional 2D DSA, despite its lower spatial resolution \[[@b3-poljradiol-77-2-47],[@b5-poljradiol-77-2-47]\]. The difference is caused by significant postprocessing capabilities, including free rotation of the vessel tree ([Figure 2](#f2-poljradiol-77-2-47){ref-type="fig"}), and elimination of redundant image elements. Three-dimensional reconstructions allow for an excellent spatial delineation of the regional vascular anatomy and the aneurysm neck ([Figures 3](#f3-poljradiol-77-2-47){ref-type="fig"}, [4](#f4-poljradiol-77-2-47){ref-type="fig"}). This is crucial for the choice of treatment method, i.e. coiling vs. clipping, planning of the vascular access to the sac, and for the use of the neck remodeling technique. However, due to the volume averaging, 3D reconstructions tend to overestimate the area filled with the contrast medium ([Figure 5](#f5-poljradiol-77-2-47){ref-type="fig"}). Therefore, the actual neck size may be smaller than the one measured on 3D images \[[@b6-poljradiol-77-2-47]\].

Intraoperative Aneurysm Imaging
===============================

A proper evaluation of the contrast filling of an aneurysm is essential for making the decision about finishing the embolization. Three-dimensional reconstructions provide a strict differentiation between the embolic material and the blood flow, owing to which it is possible to assess the completeness of embolization ([Figure 6](#f6-poljradiol-77-2-47){ref-type="fig"}). However, in some cases, conventional 2D images may be confusing in this regard, due to pulsatile motions of both the vessels and the aneurysm, resulting in movement artifacts ([Figures 7](#f7-poljradiol-77-2-47){ref-type="fig"}, [8](#f8-poljradiol-77-2-47){ref-type="fig"}). These artifacts may simulate contrast filling on subtracted images, leading to an unnecessary prolongation of the procedure. Intracranial stents are hardly visible on fluoroscopy and roadmapping images because of their specific design \[[@b7-poljradiol-77-2-47]\] The use of 3D DSA allows for a precise stent localization and determination of actual aneurysm filling ([Figure 9](#f9-poljradiol-77-2-47){ref-type="fig"}).

Follow-up After Aneurysm Treatment
==================================

Detection of an aneurysm recurrence is crucial for patient's prognosis, because incomplete occlusion of the aneurysm may result in serious or fatal consequences \[[@b8-poljradiol-77-2-47]\]. Follow-up of embolized aneurysms with 3D DSA enables the detection of a residual flow, localization of its origin, and evaluation of adjacent vessel branches ([Figures 10](#f10-poljradiol-77-2-47){ref-type="fig"}, [11](#f11-poljradiol-77-2-47){ref-type="fig"}). Since the size of the leakage is crucial for the decision on reembolization, three-dimensional measurement of the refilling area without the need for calibration is very helpful. Moreover, it is proposed that magnetic resonance angiography (MRA) should be a primary follow-up imaging modality after coiling, because it offers similar diagnostic performance, is cheaper, safer, and less time-consuming \[[@b8-poljradiol-77-2-47],[@b9-poljradiol-77-2-47]\]. Therefore, 3D DSA remains a reference method for cases of inconclusive MR results, and a method of confirmation of a detected recanalization.

In the case of surgically clipped aneurysms, computed tomography angiography (CTA) become a method of choice for follow-up, because of its non-invasiveness and the lower cost \[[@b10-poljradiol-77-2-47]\]. 3D DSA may be used as a second imaging modality in patients with multiple or cobalt clips ([Figure 12](#f12-poljradiol-77-2-47){ref-type="fig"}), and in case of unequivocal results of CTA.

Current Role of 3D DSA for Imaging of Intracranial Aneurysms
============================================================

Despite its technological advancement, 3D DSA has a margin of false findings, which result mainly from pulsatile motions and volume averaging effect. False-negative results may be reflected by an underestimation of the actual aneurysm size by as much as 20% \[[@b11-poljradiol-77-2-47]\]. Pulsatile aneurysm motion, which prevents an optimal image reconstruction, may result in a false-positive diagnosis of residual flow within the embolized aneurysm, especially on the surface of the coil mesh ([Figure 8](#f8-poljradiol-77-2-47){ref-type="fig"}). Moreover, volumetric 3D DSA was reported to overestimate the aneurysm neck size, which may lead to an abuse of remodeling techniques or to change the treatment towards open surgery \[[@b6-poljradiol-77-2-47]\]. Finally, both false-positive and false-negative results of volumetric reconstructions may result from an inappropriate image adjustment \[[@b6-poljradiol-77-2-47]\], which tend to hide small image details or to enhance artifacts. Therefore, reconstructed images therefore always have to be compared with native 2D images.

The current role of 3D DSA for imaging of intracranial aneurysms is generally related to the intended endovascular treatment \[[@b2-poljradiol-77-2-47]\]. The method is commonly used for detection of aneurysms in cases of SAH, when the diagnosis is followed by an embolization. Consequently, 3D DSA is useful for intra-operative imaging, and for planning of reembolization. As a method of reference, 3D DSA is also performed in patients with SAH and a negative result of 2D DSA, CTA, or MRA \[[@b3-poljradiol-77-2-47],[@b5-poljradiol-77-2-47]\]. The follow-up with the use of 3D DSA is restricted to cases when stents, coils protruding into the parent artery, or surgical clips produce artifacts on MRA or CTA image hampering sufficient evaluation of the lesion and adjacent arteries.

Conclusions
===========

Volumetric reconstructions of 3D DSA are a valuable tool for imaging of cerebral vessels. They play a vital role in the intraoperative assessment of intracranial aneurysms, especially in evaluation of the aneurysm neck and residual aneurysm flow. However, because of volume averaging and lower spatial resolution than in case of conventional DSA, reconstructed images always have to be compared with native 2D images.
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![Image processing in a patient with an arteriovenous malformation (AVM) and an embolized giant aneurysm in the posterior circulation. Conventional DSA image is inconclusive regarding both the AVM supply, and the aneurysm occlusion (**A**). Three-dimensional reconstructions confirm the completeness of the aneurysm embolization (**B**), and allow for a better AVM depiction after elimination of the coil mesh (**C**).](poljradiol-77-2-47-g001){#f1-poljradiol-77-2-47}

![A basilar tip aneurysm difficult to visualize in detail on conventional DSA images (**A** arrow). Only 3D reconstructions provide a proper neck delineation (**B**): note the image cranial angle of 69 degrees, indicating a position unavailable for the C-arm.](poljradiol-77-2-47-g002){#f2-poljradiol-77-2-47}

![A right anterior cerebral artery aneurysm poorly delineated on conventional DSA images (**A,B**). Three-dimensional reconstructions provide appropriate delineation of the neck and adjacent arteries (**C,D**).](poljradiol-77-2-47-g003){#f3-poljradiol-77-2-47}

![Conventional angiography, presenting an aneurysm at the region of vertebrobasilar junction, does not allow for determination of the lesion origin (**A**). A three-dimensional reconstruction localized an aneurysm on the right vertebral artery (RVA), and detected a critical stenosis at the RVA orifice (**B**, arrow). Because an occlusion of the right subclavian artery was also found, the right brachial access to the RVA was chosen for embolization.](poljradiol-77-2-47-g004){#f4-poljradiol-77-2-47}

![Volume averaging effect simulates a junction between the aneurysm and the anterior cerebral artery (arrow), and the existence of wide neck (arrowhead).](poljradiol-77-2-47-g005){#f5-poljradiol-77-2-47}

![Reconstruction made during embolization of the basilar tip two-compartmental aneurysm. Note the non-embolized portion of the aneurysm (arrows).](poljradiol-77-2-47-g006){#f6-poljradiol-77-2-47}

![Artifacts caused by pulsatile motions simulate residual contrast filling on conventional DSA image (**A**, arrow). The residual filling may be excluded based on 3D reconstruction (**B**).](poljradiol-77-2-47-g007){#f7-poljradiol-77-2-47}

![Reconstruction made immediately after complete embolization of a left internal carotid artery. Note the artifacts mimicking residual blood flow (arrow).](poljradiol-77-2-47-g008){#f8-poljradiol-77-2-47}

![Intracranial remodeling stents: Neuroform3 in the right vertebral artery (**A**), and Leo in the right internal carotid artery (**B**). Both stents are hardly visible on conventional DSA images (**C,D**, respectively, arrows).](poljradiol-77-2-47-g009){#f9-poljradiol-77-2-47}

![Recanalization of the right internal carotid artery aneurysm. The recanalization is apparent on the 3D reconstruction (**A**, arrow), but not on 2D subtracted image (**B**, arrow).](poljradiol-77-2-47-g010){#f10-poljradiol-77-2-47}

![Completely embolized aneurysm of the anterior communicating artery without features of recanalization.](poljradiol-77-2-47-g011){#f11-poljradiol-77-2-47}

![Follow-up of clipped and coiled aneurysms. A projection axial to the surgical clip confirmed there was no neck remnant (arrow) of the RICA aneurysm (**A**). In this patient, the follow-up angiography was scheduled instead of CTA due to multiple metallic implants (**B**). Note the partially recanalized RICA aneurysm (arrow), the embolized LICA aneurysm, and the stent in the LICA (arrowheads).](poljradiol-77-2-47-g012){#f12-poljradiol-77-2-47}

[^1]: **PDF file:** <http://www.polradiol.com/fulltxt.php?ICID=882970>
